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Preface
This document explains the installation procedure of the device driver required to control
the NF’s USBTMC products (hereinafter referred to as “NF Product”) via a PC.

® Before Reading This Manual
The update procedure is provided in PDF format.
To read the documents, Adobe Reader Ver5 or later is required. Install it if necessary.
This manual assumes that you are familiar with the basic operations of the operating
system (Microsoft Windows 2000/XP) that runs on your computer. For the basic
operations of Windows and Windows-related terms such as “click” and “drag”, refer to the
user’s guide or other related documents on Windows.

The screen images and messages shown in this manual are from Windows 2000/XP.

® This manual has the following chapter organization.

1. Preparation
This chapter describes the preparation before installation.
2. Installation Procedure

This chapter describes the installation procedure.
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1.1 Preparation

1.1 Preparation

Install the VISA driver into the PC in advance.

The VISA driver can be downloaded from the following page on the National Instrument

Company web site.
VISA driver web page  http://www.ni.com/support/visa/

For details, refer to the “VISA Download Procedure”, which is located in the same folder

as this document.
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2.1 Windows2000

2.1 Windows2000

This section explains the procedure for Windows 2000. For Windows XP, refer to Section

2.2,

Connect the PC and the NF Product via a USB cable, and then turn on the NF Product.

“Welcome to the Found New Hardware Wizard” starts.

Found Mew Hardware Wizard

Welcome to the Found New

Pyt i
\‘? Hardware Wizard

Thiz wizard helps pou ingtall a device driver for a
hardware device.

To continue, click Mest.

4 Back Cancel

Click the [Next] button.

Found Mew Hardware Wizard

Install Hardware Device Drivers

A device driver iz a zoftware program that enables a hardware device to work, with
an operating system.

Thiz wizard will complete the inztallation for this device:

% IISE Test and Measurement Device

& device driver iz a software program that makes a hardware device work, Windows
needs driver files for your new device. To locate driver files and complete the
installation click Next.

ou want the wizard bo do’?

itable driver for my device recommended}

Lizplay a list of the known drivers for

ice =0 that | can chooze a specific
driver

< Back Cancel |

On the screen displayed next, select the [Seach for a suitable driver for my device] radio

button, and then click the [Next] button.
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2.1 Windows2000

Found Mew Hardware Wizard

Locate Driver Files
‘where do you want "Windows to search for diver files?

Search for driver filez for the following hardware device;

% |ISB Test and Meazurement Device

The wizard zearches far suitable drivers in itz driver databaze on your computer and in
any of the following optional search locations that you specify.

To start the zearch, click Mest. If you are zearching on a floppy dizk or CO-ROKM drive,
ingert the floppy disk or CD before clicking Mext.

zearch locations:

Ny disk drives

b drives

a location

zoft Windows Update

Uncheck all the checkbox < Back {) Cancel |

On the “Locate Driver Files” screen, uncheck all the checkbox under “Optional search
locations:” and then click the [Next] button.

Found Mew Hardware Wizard

Driver Files Search Results
The wizard haz finizhed searching for driver files for your hardware device.

The wizard found a driver for the following device:

% IISE Test and Meazurement Device

Windows found a driver for thiz device. Toinstall the driver \Windows found, chck Mest.

g c:Swinnthinfsniugbtme. inf

On the “Driver Files Search Results” screen, “USB Test and Measurement Device” is

detected. Click the [Next] button.

2-3 USBTMC Device Driver Installation



2.1 Windows2000

Found Mew Hardware Wizard

Completing the Found New
% Hardware Wizard
~

% JSE Test and Measurement Device

Wwindows has finizhed instaling the zoftware for this device.

To cloze thiz wizard, click Finish.

Caticel |

On the “Completing the Found New Hardware Wizard” screen, click the [Finish] button to

finish device driver installation.
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2.2 WindowsXP

2.2 WindowsXP

This section explains the procedure for Windows XP. For Windows 2000, refer to Section
2.1.

Connect the PC and the NF Product via a USB cable, and then turn on the NF Product.
“Welcome to the Found New Hardware Wizard” starts.

Found Mew Hardware Wizard

Welcome to the Found New
Hardware Wizard
Wwindows will zearch for current and updated software by

looking on vour computer, on the hardware installation CO, or on
the "Windows Update Web site [with your permizsian].

Bead our privacy policy

Can Windows connect to Windows pdate to zearch for
zoftware?

) e, this time anly
d ewerny time | connect a device

Click Mest to continue,

MNeut » ) Cancel
C_/—

Select the [No, not this time] radio button, and then click the [Next] button.

Found Mew Hardware Wizard

Thiz wizard helps you install software for:

USE Test and Measurement Device

{ .'\J If pour hardware came with an installation CD

e

“4i2 or Hoppy dizk. insert it now.

‘wihat do you want the wizard to do?

@il the software subomatically [Recommended

ztall from a li cific location [Bdvanced)

Click Mest to continue,

l < Back Mest » [ Cancel ]
e
Select the [Install the software automatically] radio button, and then click the [Next]

button.
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2.2 WindowsXP

Found New Hardware Wizard

Completing the Found New
Hardware Wizard

% IJSE Test and Meazurement Device

Click, Finizh to cloge the wizard,

" Finish

The wizard has finizhed inztaling the software for:

On the “Completing the Found New Hardwareizard” screen, click the [Finish] button to

finish device driver installation.
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— NOTES

¢ Reproduction of the contents of this procedure is forbidden by applicable laws.

e The contents of this procedure may be revised without notice.

¢ Information provided in this procedure is intended to be accurate and reliable.
However, we assume no responsibility for any damage regarding the contents of this
procedure.

e We assume no responsibility for influences resulting from the operations in this
procedure.
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